[A device for determining erythrocyte deformability].
A device for determining red cell deformability is described. The studies have demonstrated that in normal subjects the red cell deformability is sufficiently high and the cells penetrate through a filter with pore diameter of 5 microns, whereas in the patients with chronic renal insufficiency this parameter is reduced (p less than 0.001).